MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVICES

STATE PUBLIC HEALTH LABORATORY

BREATH ALCOHOL PROGRAM

; CMI INTOXILYZER 5000 MAINTENANCE REPORT REPORT #4
Compilete this report at the time of the regular monthly preventive maintenance check (not to exceed 35 days).

Complete this report whenever the instrument Is serviced or repaired and whenever It is placed into service.
Retain the original and send a copy within 15 days to the Breath Alcohol Program, DHSS.

INTOXILYZER 5000 SN NAME OF AGENCY DATE OF INSPECTION
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CHECKLIST: Place a mark by each llem if found to be salisfaclory or is operating within established imits, (Wrils In observed values
where determined.) Unmarked items must be corrected before using instrument.

DVM TEST: (350 +.150) 4 DS

olr57

M DIAGNOSTIC CHECK (PRINTOUT ATTACHED) DATE AND TIME (FROM PRINTOUT)

B cHARACTER DIsPLAY TEST

I PRINT TEST (PRINTOUT ATTAGHED )
X[ sIMULATOR SOLUTION SUPPLIER _ 7 4 [ AL 70 Lor#_2/0/00 exp.oare 7/

SIMULATOR TEMPERATURE (34°C 1 0,.2°C) 3‘/ 0 SIMULATOR SN _SD 2748 Exp. DATE ////7/ <

EICALIBRATION CHECK ~ (ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPQRT)

Run three tests using a standard solution. Alj three tests must be within + % of the standard value and must have a spread of .005 or
less. Mark the box corresponding lo the standard solutlon belng used. (PRINTOUT ATTACHED)
STANDARD - MUST READ BETWEEN 0.095% AND 0.105% INCLUSIVE

A A REA 345 007265 OB 4% NCT IS
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TesT1e o4 TEST2w DG & TEST3w Q&

S{PEHFORM RFI TEST (PRINTOUT ATTACHED)

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:
(DO NOT INCLUDE SELF-ADMINISTERED TESTS)
REFUSALS | [0-04 ,05-,09 J10-.14 / . |.15-19 Over .19 /

LIST ANY HEW PARTS AND DESGRIBE ANY ALTERATION ORMODIFIGATION THAT WAS MADE TO RESTORE THE INSTRUMENT YO OPERATE SATISFAGTORILY AND WITHIN ESTABLISHED LIMITS
{USE OTHER SIDE IF HECESSARY).
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TYPE || PERMIT NUMBER/EXPLRATION DA TELEPHONE NUMBER
20210 o) 473 785 5976
RETURN COMPLETED REPORT TO THE:  Breath Alcohal Program, Missourl Department of Health and Senior Services
Southseast District Office
2875 James Blvd,

Poplar Bluff, MO 63901
MO 880-1358 (2-08) AN EGUAL mﬁmm ACTION b&ao‘rm LAB-84




Hoy-08~2012 11:27 FROM=Guth Laboratories Inc 775642655 T-200  P.002/002 F-799

®
@ GUTH LABORATORIES, INC.

00 NORTH A7th BTREEY # HARRIBBURG, PA 17911-4611 @ TELEPHONE: 717-664-54T0

CERTIFICATE OF ANALYSIS

Certified Alcohol Reference Solution for Simulator

~

Random Samples of Lot Number 12100 of
Alcohol Reference Solution for Simulator were analyzed by
gas chromatography on July 20, 2012, using a Perkin Elmer Gas Chromatogtaph
Autosystem XL S/N: 610N9030209. and found to comain  0.1217% (w/vol)
ethyl alcohol, The expiration date for this lot
nomber is July 18,2014 at 11:59 PM.

When used in a calibrated Simulator., operating at
34°C  +/- .2°C, this solution will give a breath alcohol
analysis instrument reading of 0.100 g/210L +/- 3%.

The alcohol and water used in this solution were

free of test interfering substances,

- ’/7
Ted L. Pauley. President
GUTH LABORATORIES, INC,

NIST Traceability:
Testing was conducted using Cerilliant Reference Standard lot number FNI22211-02 whose

values are traceable 1o NIST,
Al balances are calibrated annually by an outside ugency using NIST iraceable weights.

Calibration verification is done prior to ecach use wtilizing NIST traceable weights.
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State of Missourl
DEPARTMENT OF HEALTH

PERMIT
TYPE Ii

RICHARD W KNAPP

Is hereby authorized to Instruot and supsrvise operators, traln instruotors, Inspect,
calibrate, porform fleld repalrs, and oparate the following breath analyzer{s);

INTOXILYZER 5000; ALCO-SENSOR IV W/PRINTER

for the determination of the alcoholic content of biood from a sample of explred (alveolar)
alr, fasued under the provisions of sections 577.020 through 677.041, ASMo 1986.
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